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MOTIVATION  
 
A major component of protective immunity against SARS-CoV-2 infection is the presence of 
neutralizing antibodies that can block viral infection of host cells when present at high titer. 
Following SARS-CoV-2 infection or Spike protein mRNA vaccination, high titer neutralizing 
antibody titers do not persist long-term, and consequently, immunity wanes. Methods for 
measuring neutralizing antibodies against SARS-CoV-2 typically require laboratory processing 
and specialized personnel. Thus, we sought to develop a methodology capable of quantifying 
SARS-CoV-2 neutralizing antibody titer at the point-of-care or at-home. 
 
 
SUMMARY 
 
Neutralizing antibody (NAb) titer is a key biomarker of protection against severe acute respiratory 
syndrome coronavirus 2 (SARS-CoV-2) infection, but point-of-care methods for assessing NAb 
titer are not widely available. Here, we present a lateral flow assay that captures receptor binding 
domain (RBD) that has been neutralized from binding angiotensin converting enzyme 2 (ACE2). 
Quantification of neutralized RBD in this assay correlates with NAb titer from vaccinated and 
convalescent patients. This methodology demonstrated superior performance in assessing NAb 
titer compared to either measurement of total anti-spike immunoglobulin G titer or quantification 
of the absolute reduction in binding between ACE2 and RBD. Our testing platform has the 
potential for mass deployment to aid in determining at population scale the degree of protective 
immunity individuals may have following SARS-CoV-2 vaccination or infection, and can enable 
simple at-home assessment of NAb titer. 
 
 
INTRODUCTION 
 
A major aspect of global efforts to curtail the coronavirus 19 (COVD-19) pandemic involves 
ensuring that the majority of individuals in the population have protective immunity against severe 
acute respiratory syndrome coronavirus 2 (SARS-CoV-2). Protective immunity generated after 
either active infection or vaccination can wane over time, resulting in loss of protection against 
infection and disease (Collier et al., 2021; Goldberg et al., 2021). Although both humoral and 
cellular immunity contribute to protective immunity against SARS-CoV-2, a well-established 
biomarker for protective immunity predicting susceptibility to infection is neutralizing antibody 
(NAb) titer (Gilbert et al., 2022; Khoury et al., 2021; Krammer, 2021).  
 
Several robust methodologies exist for measuring SARS-CoV-2 NAb titer in the laboratory setting. 
These include live virus neutralization assays (Amanat et al., 2020b; Bewley et al., 2021; Manenti 
et al., 2020), spike protein pseudotyped viral (pseudoviral) neutralization assays (Bewley et al., 
2021; Crawford et al., 2020; Nie et al., 2020), and enzyme-linked immunosorbent assays (ELISA) 
measuring inhibition of the binding interaction between spike protein receptor binding domain 
(RBD) and angiotensin converting enzyme 2 (ACE2) extracellular domain (ECD) (Tan et al., 
2020), the principal SARS-CoV-2 cell surface receptor (Letko et al., 2020; Wrapp et al., 2020; 
Yan et al., 2020). These methodologies require centralized processing and trained personnel with 
specialized equipment, making them incompatible with mass deployment for point-of-care NAb 
titer assessment in the general population. Although anti-spike and anti-RBD antibody levels 
measured by ELISA correlate with NAb titer (Yun et al., 2021), existing point-of-care assays for 
anti-spike and anti-RBD antibodies have insufficient sensitivity and specificity, and are likely of 
limited diagnostic utility in assessing true NAb status in individuals (Lisboa Bastos et al., 2020). 
Creation of a field-deployable test for rapid assessment of SARS-CoV-2 NAb titer has the 
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potential to be transformative in population-scale efforts to curb the spread of SARS-CoV-2. Such 
a test would allow individuals to know on any given day what degree of NAb protection they have 
circulating in their bloodstream. Furthermore, a field-deployable test would allow for large scale 
studies to identify the NAb titers that confer protection against SARS-CoV-2 infection (Krammer, 
2021). To address this unmet need, we developed a lateral flow assay (LFA) that quantifies the 
amount of RBD unable to bind ACE2 due to neutralization by patient plasma. This LFA 
demonstrates robust performance in predicting NAb titer in individuals following either SARS-
CoV-2 vaccination or natural infection. 
 
 
RESULTS 
 
To develop a methodology for assessing circulating NAb titer in a rapid manner at the point-of-
care, we reasoned that neutralization of RBD:ACE2 binding (Figure 1A,B) should serve as a core 
component, since ELISA-based measurement of neutralization of RBD:ACE2 binding is a 
validated metric correlating with NAb titer (Nandakumar et al., 2021; Tan et al., 2020). However, 
a weakness of relying on solely measuring a reduction in binding signal is the potential for the 
assay to have limited dynamic range. This is overcome in laboratory-based assays by testing 
serial dilutions of a sample, but this approach is incompatible with point-of-care and at-home 
testing. To address this issue, we engineered a testing method which produces a positive signal 
in the presence of Nabs; this positive signal also facilitates greater ease of use and interpretation, 
which are paramount for successful implementation of a diagnostic test in the at-home setting 
(Murray and Mace, 2020). In this method, RBD molecules neutralized by NAbs are unable to bind 
ACE2 and are subsequently captured downstream in a lateral flow assay (Figure 2A). 
 
We first generated two 293T cell lines stably secreting either recombinant RBD or a fusion protein 
consisting of ACE2 ECD linked with a cellulose binding domain (hereafter referred to as ACE2-
CBD) for attachment to a cellulose or nitrocellulose test strip (Miller et al., 2018). Both protein 
constructs possessed affinity tags and could be generated with good purity (Figure 1C & S1A). 
To validate that recombinant RBD and ACE2-CBD could bind to each other, varying amounts of 
ACE2-CBD were spotted onto cellulose strips, incubated with soluble RBD, and the amount of 
RBD bound to each ACE2-CBD spot was detected using an anti-RBD monoclonal antibody 
(CR3022) (Huo et al., 2020). These experiments demonstrated that RBD bound to cellulose-
immobilized ACE2-CBD, and that binding was blocked by a commercial recombinant monoclonal 
NAb isolated from a patient naturally infected with SARS-CoV-2 (Figure 1D,E). 
 
To determine if RBD:ACE2 binding could occur in a lateral flow format, we next spotted ACE2-
CBD on a cellulose test strip and applied RBD in diluted pre-pandemic human plasma to one end 
of the test strip (Figure 1F). After 15 minutes of lateral flow runtime, we detected RBD bound to 
ACE2 using the CR3022 monoclonal anti-RBD antibody. As shown in Figures 1G and 1H,  RBD 
could bind ACE2 in a lateral flow format, and that binding was blocked when RBD was pre-mixed 
with the commercial monoclonal NAb. 
 
We then generated prototype LFA test cassettes comprised of a nitrocellulose strip containing a 
line of immobilized ACE2-CBD for capturing non-neutralized (infectious) RBD followed by a line 
of recombinant protein A for capturing neutralized RBD bound by NAb. In this LFA, a patient blood 
or plasma sample is diluted, briefly incubated with a polyester conjugate pad impregnated with 
colloidal gold-labeled RBD, and applied to the test strip. After 20 minutes of lateral flow across 
the test strip, the ratio of gold signal at the Neutralized line divided by gold signal at the Infectious 
line (N/I ratio) is measured (Figure 2A), and should correlate with NAb titer. To test this, we 
obtained 18 serial plasma samples from one patient before and after initial mRNA vaccination 
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with the two dose BNT162b2 series and 16 serial plasma samples from one patient before and 
after the initial two dose mRNA-1273 series. Analysis of these samples using our LFA 
demonstrated that the Neutralized line signal became visually apparent two weeks following the 
second dose of vaccination (Figure 2B). We quantified signal at both the Neutralized line and 
Infectious line and calculated the N/I ratio as a measure of neutralizing activity (Figure 2C,2D, 
Tables S1,S2). We observed a marked increase in N/I ratio beginning two weeks after completing 
vaccination, followed by a decline over the course of the subsequent four months. We also 
assessed these samples with an ELISA detecting total anti-spike IgG antibody (Amanat et al., 
2020a; Lee et al., 2020), and measured neutralization 50% inhibitory dilution (ID50) titers using 
pseudoviral neutralization assays. The post-vaccination kinetics of neutralization ID50 titer were 
similar to the kinetics of the N/I ratio (Figure 2C,2D, Tables S1,S2). 
 
To assess NAb titer following natural infection, additional plasma samples from 93 unique patients 
either previously infected with SARS-CoV-2 earlier than December 2020 (n=63), or with no known 
exposure to SARS-CoV-2 as of December 2020 (n=30) were obtained, analyzed with our LFA, 
and had anti-spike IgG and neutralization ID50 titers measured (Tables S1,S2). We then evaluated 
the ability of our LFA to predict a range of NAb titers. For N/I ratios from 0.0 to 0.7 increasing by 
increments of 0.001, and anti-spike IgG levels from 0 to 2,430 mg/dL increasing by increments of 
5, we calculated the sensitivity and specificity for detecting neutralization ID50 titers of 1:100, 
1:200, 1:300, 1:500, 1:700, and 1:1,000 in the 127 total samples for which we had access, 
including post-vaccination, post-infection, or never infected (Table S3). Receiver operating 
characteristic area-under-the-curve (ROC-AUC) analysis demonstrated that the diagnostic 
performance of our LFA achieved AUCs of greater than 0.85 for all titers assessed (Figure 3A). 
Compared to the anti-spike IgG ELISA, ROC-AUC analysis for all titers assessed in our study 
found a larger AUC for our LFA (Figure 3B). Since quantifying loss of RBD:ACE2 binding signal 
has also been proposed as a potential surrogate measure of NAb titer (Chiu et al., 2022; Huang 
et al., 2022; Kongsuphol et al., 2021; Lake et al., 2021; Wang et al., 2021), we examined  the 
performance of this alternative approach by quantifying only loss of signal at the Infectious line in 
our LFA and compared this to measuring the N/I ratio. For all six neutralization ID50 titers 
assessed, use of the N/I ratio was superior to measuring only loss of signal at the Infectious line 
(Figure 3B, Table S3). 
 
Finally, we produced a second generation version of our LFA with greater compatibility for use in 
a point-of-care or at-home setting. This version has a third line (Control) consisting of immobilized 
poly-L-lysine located distal to the Infectious and Neutralized lines. Poly-L-lysine will capture free 
colloidal gold particles flowing to the end of the strip, indicating if lateral flow was successful 
(Figure 4A). This version also can use whole blood as the patient sample (Figure 4B). We 
envision that the workflow for point-of-care or at-home use would be as depicted in Figure 4C. 
Each test kit would contain a microcapillary tube that holds an exact volume and a finger prick 
lancet (both similar to those used in certain blood glucose monitoring platforms). Each test kit 
would also contain a tube pre-filled with an exact volume of buffer, a polyester conjugate pad 
impregnated with RBD and colloidal gold, and a dropper cap to seal the tube. An exact volume of 

finger prick blood (on the order of less than 10L) would be collected in the microcapillary tube, 
which would then be placed along with the impregnated pad into the buffer-filled tube. The tube 
would then be sealed with the dropper cap. The components would then be mixed and incubated 
before adding a precise number of drops onto the lateral flow strip, similar to at-home SARS-CoV-
2 antigen test kits. After lateral flow for a defined time period, both qualitative and quantitative 
interpretation are possible. For qualitative interpretation the cassette casing can be constructed 
to cover up the Infectious line, leaving only visualization of the Neutralized line and Control line, 
with interpretation similar to SARS-CoV-2 antigen tests; appearance of two lines indicates 
presence of NAbs, and appearance of only the Control line indicates lack of NAbs. For quantitative 
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interpretation the cassette casing will allow visualization of all three lines, and a smartphone app 
will use the phone’s existing camera to take a picture of the strip, quantify Neutralized and 
Infectious line pixel density, and report either the calculated NAb titer or an interpretation of the 
level of NAb titer (e.g. none, low, moderate, high). 
 
 
DISCUSSION 
 
Our LFA is a tool for rapid quantification of the capability of patient plasma or blood to neutralize 
the RBD:ACE2 interaction. Given the diagnostic performance of our assay in predicting SARS-
CoV-2 NAb titer, it has the potential to make rapid assessment of NAb titer widely available without 
the need for centralized laboratory processing or specialized equipment and personnel. Although 
our use of only the RBD portion of the SARS-CoV-2 spike protein does not assay for NAbs that 
neutralize spike through binding of non-RBD epitopes, we benchmark our test against pseudoviral 
neutralization assays that do assess for NAbs binding to non-RBD epitopes. Thus, our approach 
to standardization of N/I signal thresholds against pseudoviral neutralization strives to take into 
account potential limitations from using RBD only. From a diagnostic methodology standpoint, our 
data demonstrate that for SARS-CoV-2 NAb titer, quantification of neutralized RBD with a positive 
signal increases test performance compared to assaying loss of RBD:ACE2 binding signal. This 
superior performance may be due to our developing a design in which Neutralized line signal is 
normalized to the Infectious line signal, thereby helping control for run-to-run assay variability that 
will undoubtedly exist in the point-of-care and at-home settings. This methodology may potentially 
also be relevant to other infectious diseases with well characterized epitopes for binding to surface 
receptors. 
 
As our LFA platform is compatible with existing optical capture of signal intensity using 
smartphone technology (Parker et al., 2020; Urusov et al., 2019; Wood et al., 2019), creation of 
a smartphone “app” specific to the final version of our assay would allow quantitative interpretation 
at the point-of-care or in the at-home setting. Additionally, because this LFA platform incorporates 
a recombinant RBD protein that can be modularly substituted for the RBD of a SARS-CoV-2 spike 
protein variant of interest (VOI), our assay should be adaptable to VOIs so long as the RBD or 
spike protein of the variant can be quickly produced at scale in a recombinant fashion (Argentinian 
AntiCovid, 2020; Dalvie et al., 2021; Pino et al., 2021; Pollet et al., 2021; Zang et al., 2021). Future 
studies determining NAb signal in our LFA following infection with SARS-CoV-2 VOIs will be 
important, as new variants are likely to continue appearing, but orthogonal studies identifying what 
neutralization titers against the original SARS-CoV-2 strain are required to protect against VOIs 
will also be helpful in this regard (Ai et al., 2022; Evans et al., 2022a; Evans et al., 2022b).  Finally, 
as this LFA reports a quantitative assessment of NAb titer, we believe it will be useful as a cost-
effective (Figure S1B), easily distributable assay in large-scale studies to define the degree of 
RBD:ACE2 interaction inhibition that correlates with protection from SARS-CoV-2 infection. A 
consensus in the field is currently lacking for this significant question regarding SARS-CoV-2 
immune responses (Krammer, 2021). Once protective titers have been defined, this LFA and 
others (Duan et al., 2022; Fulford et al., 2021; Wang et al., 2022) could contribute to population-
scale serial monitoring efforts to determine the time point at which individuals in the general 
population, or high-risk occupations, lose protective immunity and benefit from repeat vaccination. 
 
 
LIMITATIONS OF THE STUDY 
 
The method for quantifying SARS-CoV-2 neutralizing antibody titer at the point-of-care that we 
developed uses neutralization of RBD binding to ACE2 as a surrogate measurement. This 
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methodology will not detect neutralizing antibodies which have a neutralization mechanism of 
action that is independent of blocking RBD binding to ACE2. The prototype we generated assays 
the ability of neutralizing antibodies to block RBD from the original strain of SARS-CoV-2 from 
binding to ACE2, and the convalescent plasma we used to validate our method was only collected 
from patients likely infected with the original strain given the timing of when convalescent plasma 
samples were collected. Although this methodology can be adapted to the continuously arising 
Spike protein variants, the approach may have to be validated for current and future Spike protein 
variants.  
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FIGURE LEGENDS 
 
Figure 1. Membrane-based assays for detecting antibody-mediated SARS-CoV-2 
neutralization. (A) Neutralizing antibodies (NAb) can prevent SARS-CoV-2 infection by blocking 
the binding of the receptor binding domain (RBD) of the viral spike protein to the ACE2 receptor 
on the host cell. (B) Schematic for membrane-based dot blot assay detecting NAbs able to disrupt 
the binding of recombinant RBD protein to an ACE2 extracellular domain construct immobilized 
on a cellulose-based test membrane by protein fusion with a cellulose binding domain (CBD). 
Binding of non-neutralized RBD protein to the membrane-immobilized ACE2 extracellular domain 
is detected by CR3022 anti-RBD monoclonal antibody followed by chemiluminescence with a 
horse radish peroxidase (HRP)-conjugated secondary antibody. (C) Recombinant RBD and 
ACE2-CBD fusion proteins following affinity purification were analyzed by SDS-PAGE and stained 
with Coomassie blue. Molecular weight standards are indicated in the first lane. (D) Monoclonal 
neutralizing antibody inhibition of RBD binding to ACE2 in a dot blot assay. Indicated amounts of 
ACE2-CBD were immobilized to a cellulose membrane, incubated with RBD and indicated 
amounts of recombinant monoclonal SARS-CoV-2 neutralizing antibody, followed by detection of 
RBD bound to ACE2 with CR3022 monoclonal antibody followed by HRP-conjugated secondary 
antibody. (E) Quantification by background-subtracted integrated density of HRP 
chemiluminescent signal of RBD bound to ACE2 in dot blots, n=3. (F) Schematic diagram of 
monoclonal antibody inhibition of RBD:ACE2 binding in a lateral flow assay. (G) RBD was mixed 
with indicated amounts of monoclonal neutralizing antibody in pre-pandemic human plasma, 
applied to one end of a cellulose test strip spotted with immobilized ACE2-CBD, allowed to run 
via lateral flow for 15 minutes, and then detected with CR3022 monoclonal antibody followed by 
HRP-conjugated secondary antibody. (H) Quantification by background-subtracted integrated 
density of HRP chemiluminescent signal of RBD bound to ACE2 in lateral flow strips, n=5. All 
error bars represent standard deviation, p-values comparing indicated conditions were calculated 
with Student’s T-Test.  
 
Figure 2. Lateral flow test strip performance in quantifying SARS-CoV-2 neutralizing titer 
in patient plasma. (A) Schematic of a rapid assay for detecting SARS-CoV-2 neutralizing 
antibody titer in a lateral flow format. The colloidal gold-conjugated RBD protein is mixed with a 
patient sample and applied to one end of a membrane test strip. The Infectious line contains 
immobilized ACE2 extracellular domain, which captures non-neutralized RBD protein, while RBD 
protein neutralized by NAbs migrates further to the Neutralized line, where it is captured by 
immobilized protein A binding to the NAbs. The signal at the Neutralized line divided by the signal 
at the Infectious line (N/I ratio) determines neutralizing antibody titer. (B) Images of lateral flow 
neutralization test strip results for patient plasma at indicated time points following BNT162b2 
vaccination. (C,D) Time course of N/I ratio and pseudoviral neutralization ID50 following 
vaccination with either (C) BNT162b2 or (D) mRNA-1273.  
 
Figure 3. Lateral flow assay performance relative to alternative methodologies for 
assessing neutralizing antibody titer. (A) Performance of LFA neutralization test strip for 
detecting indicated neutralization ID50 titers, as assessed by receiver operating characteristic 
area-under-the-curve (ROS-AUC) analysis reporting sensitivity and specificity. A total of 127 
plasma samples from patients previously infected with SARS-CoV-2, unvaccinated patients 
without known prior infection, and patients vaccinated with either BNT162b2 or mRNA-1273 were 
assessed. Sensitivity and specificity for detecting indicated neutralization ID50 titers were 
calculated for N/I ratios from 0 to 0.7 increasing in increments of 0.001, with sensitivity plotted vs 
100% - specificity to generate each ROC curve. AUC and 95% confidence interval for AUC are 
displayed for each titer. (B) Comparison of diagnostic performance of N/I ratio, loss of binding 
signal at Infectious line, and ELISA-based anti-spike total IgG. Sensitivity and specificity for 
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detecting indicated neutralization ID50 titers was calculated for N/I ratios as in (A), Infectious line 
signal integrated density from 21,000 down to 15,000 signal density units decreasing in 
increments of 20 and anti-spike IgG levels from 0 to 2,430 mg/dL increasing in increments of 5, 
with sensitivity plotted vs 100% - specificity to generate each ROC curve. Diagnostic performance 
of Loss of I signal and anti-spike total IgG were then calculated by ROC-AUC analysis as in (A), 
with p-values comparing AUC to N/I ratio calculated using Pearson correlation coefficient testing. 
 
Figure 4. Lateral flow assay for at-home assessment of neutralizing antibody titer. (A) 
Schematic of a modified lateral flow assay for detecting SARS-CoV-2 neutralizing antibody titer 
with an additional control line to assess success of lateral flow. A mixture of colloidal gold-
conjugated RBD protein and free colloidal gold is mixed with a patient sample and applied to one 
end of a membrane test strip. The Infectious line and Neutralized line function similarly to Figure 
2A, but a third line with immobilized poly-L-lysine captures free colloidal gold particles to indicate 
successful lateral flow. (B) Images of lateral flow neutralization test strip results for patient whole 
blood samples obtained either pre-pandemic, after vaccination with BNT162b2, or after recovery 
from COVID-19. (C) Proposed workflow for at-home, or point-of-care, qualitative and quantitative 
assessment of neutralizing antibody titer. 
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STAR METHODS 
 
Resource availability 
Lead contact: Further information and requests for resources and reagents should be directed to 
and will be fulfilled by the lead contact, Hojun Li (hojunli@mit.edu). 
 
Materials availability: All non-commercially available materials generated in this study can be 
requested by contacting the lead contact (H.L.), including lentiviral vector plasmids for ACE2 and 
RBD and stable HEK293T producer cell lines for recombinant ACE2 and recombinant RBD. 
 
Data and code availability: 
• All data generated in this study is available in the main figures and supplemental tables. Datasets 
from Supplemental Tables S1, S2, and S3 have also been deposited to Mendeley Data 
(https://data.mendeley.com/datasets/66hvznkk3w/1). 
• This paper does not report original code. 
• Any additional information required to reanalyze the data reported in this paper is available from 
the lead contact upon request. 
 
Experimental model and subject details 
Cell lines 
293T cells were obtained from American Type Culture Collection (ATCC). Both prior to lentiviral 
transduction and after lentiviral transduction for recombinant protein production, 293T cells were 
maintained in Dulbecco’s Modified Eagle Medium (ATCC) supplemented with 10% fetal bovine 
serum (CPS serum) and penicillin/streptomycin (Gibco) in a humidified incubator at 37 degrees 
Celsius with 5% CO2. 293T cells were thawed directly after receipt from ATCC, and were 
authenticated by ATCC with STR profiling. The sex of 293T cells is not provided by ATCC. 
 
Human samples 
Post-vaccination human blood samples from a 24-year-old-male and a 36-year-old-male were 
collected in accordance with a protocol approved by the Boston Children’s Hospital Institutional 
Review Board. De-identified blood and plasma samples collected prior to December 2020 from 
human subjects previously infected with SARS-CoV-2, or with no known previous SARS-CoV-2 
exposure, were purchased from commercial vendors BioIVT and Ray Biotech. Human samples 
were handled in accordance with biosafety protocols in compliance with regulations of Boston 
Children’s Hospital. Samples sizes are detailed in the Results section and Figure Legends of the 
manuscript. 
 
Method details 
Generation of stable cell lines 
Lentiviral constructs for creation of stable cell lines expressing the RBD and ACE2 ectodomain 
constructs were created using a pHAGE2-based vector (Murphy et al., 2006) for constitutive 
expression of the transgene using a cytomegalovirus (CMV) promoter flanked by a mini ubiquitous 
chromatin opening element (miniUCOE) (Muller-Kuller et al., 2015) and a super core promoter 3 
(SCP3) elements (Even et al., 2016).  The vector also incorporates an IRES-blasticidin S 
deaminase-T2A-EGFP cassette downstream of the transgene for selection using blasticidin and 
fluorescence activated cell sorting (FACS) based on EGFP expression level.  Constructs were 
assembled using Gibson Assembly (Gibson et al., 2009) with the NEBuilder HiFi DNA assembly 
kit (New England Biolabs).  A lentiviral construct for an RBD construct C-terminally tagged with 
His8, FLAG, StrepTag2, ALFA (Gotzke et al., 2019), and GCN4 (Tanenbaum et al., 2014) tags 
was assembled from the RBD sequence PCR amplified from pCAGGS-spikeRBD, while the 
sequences for the C-terminal tags were PCR amplified from gBlocks (Integrated DNA 
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Technologies) codon optimized for expression in human cells.  A lentiviral construct for the ACE2 
ectodomain (residues 1-739) C-terminally tagged with His8, FLAG, StrepTag2 and cellulose 
binding domain (CBD) was assembled from fragments PCR amplified from codon-optimized 
gBlocks (Integrated DNA technologies). 
 
Lentiviruses were produced in 293T cells, by calcium phosphate co-transfection (CalPhos 
mammalian transfection kit, Clontech Laboratories) of packaging vectors (pCMV-VSV-G 
envelope and pCMV-dR8.2 dvpr) together with either the RBD- or ACE2 ectodomain-expressing 
lentiviral construct.  Virus-containing media were filtered through 0.45 µm filters and used to 
transduce 293T cells.  Stably transduced cells were selected with 10 µg/mL Blasticidin (Promega) 
and sorted for cells with high levels of protein expression by FACS using the EGFP expression 
level as a proxy for expression of the transgene. 
 
Purification of recombinant proteins 
Media supernatant was collected from the stable cell lines every other day for two weeks. The 
supernatant was stored at 4 degrees Celsius until the end of the two-week period when it was 
then centrifuged at 700 x g for 5 minutes to clear any cellular debris. The spun down supernatant 
was then sterile filtered using a 0.2 µm filter into a sterile bottle. Using an ÄKTA start system, a 
column filled with 1mL of sedimented Strep-Tactin (Neuromics Antibodies) resin was attached 
and washed with 15 mL of 50 mM 4-(2-hydroxyethyl)-1-piperazineethanesulfonic acid (HEPES) 
buffer. The media supernatant was run through the column at a speed of 1mL/min overnight at 4 
degrees Celsius. The column was washed for 15 minutes with 15 mL of wash buffer (50 mM 
HEPES) and was then switched out for elution buffer (50mM biotin HEPES). Elution buffer was 
run through the column until the UV absorbance returned to the level it was prior to elution. The 
elution product was then concentrated via a 100,000 kDa molecular weight cut-off centrifuge 
tubes (Millipore Sigma). Concentration was then measured by bicinchoninic acid (BCA) assay 
analysis. Purity was analyzed by running 2 μL & 5 μL of elute product on a sodium dodecyl 
sulphate–polyacrylamide gel electrophoresis (SDS-PAGE) gel, then stained with Coomassie blue 
(ThermoFisher Scientific). 
 
Dot blot assessment of RBD-ACE2 interaction 
Serial dilutions of the recombinant ACE2-CBD were made in the same buffer it was eluted in to 
yield 250 ng, 500 ng, and 1000 ng of ACE2-CBD per 3 μL of solution. The serial dilutions were 
applied to cellulose membrane (Whatman #2, Millipore Sigma) cut to size and incubated at 37 
degrees Celsius for 2 hours. The membranes were then blocked in 3% bovine serum albumin 
(BSA, Sigma) for 1 hour at 25 degrees Celsius. Primary incubation solutions were made in 3% 
BSA buffer with RBD at a concentration of 1 μg/mL (except for the no RBD condition) and 
increasing NAb amounts (0.05 μg, 0.5 μg, and 5 μg NAb); all solutions had a final volume of 1 
mL. The NAb used was a SARS-CoV-2 Neutralizing Antibody (ABclonal). The primary incubation 
solutions were all incubated on ice for 15 minutes. Blocking buffer was discarded, primary solution 
was added and set to incubate at 4 degrees Celsius for 1 hour. Blots were then washed 3 times 
for 5 minutes each with Tris-buffered saline with 0.1% Tween-20 (TBST) buffer (Millipore Sigma). 
Primary antibody (Mouse IgG2A-modified Anti-COVID-19 & SARS-CoV S glycoprotein [CR3022 
(ter Meulen et al., 2006)], Absolute Antibody) solution was applied at a 1:1000 dilution in TBST 
buffer and incubated at 4 degrees Celsius overnight. Blots were washed again with TBST, 3 times 
for 5 minutes each. Next, anti-mouse IgG- horseradish peroxidase conjugated secondary 
antibody (Cell Signaling Technologies) was diluted into 3% BSA TBST buffer at 1:5000, applied 
to blots and incubated at 25 degrees Celsius for 1 hour. Membranes were then washed again 
with TBST, 3 times, 5 min each. Enhanced chemiluminescence (ECL) reagent (ThermoFisher) 
was mixed and applied to each blot for 5 minutes, then blotted off. Blots were then all exposed 
and imaged together via a Bio-Rad ChemiDoc XRS+ system on auto-exposure. Images were 
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saved in .tiff format. Integrated density analysis of dot blots was performed using ImageJ software 
according to the ImageJ NIH Dot Blot Analysis tutorial. In brief, the .tiff format images were 
uploaded to ImageJ and background subtracted with a rolling ball radius set to 33 pixels. Images 
were then inverted in order to ensure background pixels would be equal to nearly zero. A circular 
selection lasso was made and moved over each measurement area to collect the integrated 
density values. The output of the measurement was the sum of all pixels in the circular selection. 
 
Pilot lateral flow assessment of RBD-ACE2 interaction 
Whatman #2 cellulose membrane was cut it into thin strips of 0.5 cm by 8.5 cm. At 2 cm up from 
the bottom of the strip, 1 μg of ACE2-CBD was applied and the strips were then dried at 37 
degrees Celsius for 2 hours. The strips were then blocked with 3% BSA TBST solution for 1 hour 
at 25 degrees Celsius. Afterwards, the strips were dried at 37 degrees Celsius for an additional 1 
hour.  During this time, the samples were prepared in saline with freshly thawed pre-pandemic 
collected plasma (Stem Cell Technologies) at a 1:50 ratio. All samples, excluding the no RBD 
control, had 1 μg RBD present in the final solution. SARS-CoV-2 NAb was added to three samples 
in increasing concentration: 0.05 μg, 0.5 μg, 5 μg, as well as 5 μg added to the no RBD control. 
Samples were all 70 μL in volume and incubated on ice for 1 hour. The dried strips were laid on 
a 10 degree downward slope with the ACE2 end being the highest in elevation. Samples were 
added dropwise to the lower end of the strips and left to run for 15 minutes. The strips were then 
washed three times with TBST for 5 minutes each. Primary antibody (Mouse IgG2A-modified Anti-
COVID-19 & SARS-CoV S glycoprotein [CR3022], Absolute Antibody) solution was made at a 
1:1000 dilution in 3% BSA TBST buffer and added to the strips to incubate at 4 degrees Celsius 
overnight. The strips were washed three times again with TBST for 5 minutes each wash. Anti-
mouse IgG-horseradish peroxidase conjugated secondary antibody (Cell Signaling Technologies) 
was diluted in 3% BSA TBST buffer at a 1:5000 dilution and applied to the strips to incubate for 1 
hour at 25 degrees Celsius. The strips were then washed three times again for 5 minutes each 
with TBST. ECL reagent was then mixed and applied to strips for 5 minutes before blotting off 
solution and imaging the strips on a Bio-Rad ChemiDoc XRS+ system set to auto-exposure. 
Integrated density analysis of lateral flow strips was performed on ImageJ according to the ImageJ 
NIH Dot Blot Analysis tutorial, as described above. 
 
Lateral flow assay cassette construction 
Each lateral flow assay cassette is composed of an Ahlstrom 8964 fiber glass sample pad (22 x 
3.9 mm; Ahlstrom-Munksjo), a Sartorius CN95 nitrocellulose membrane (25 x 3.9 mm; Sartorius, 
Germany) and an Ahlstrom 222 absorbent “sink” pad (20 x 3.9 mm; Ahlstrom-Munksjo), which 
were assembled sequentially onto a plastic-backed support card, such that there was an overlap 
of 2-5 mm between each pair of pads. Briefly, the nitrocellulose membrane and the sink pad were 
assembled first, after which the nitrocellulose membrane was striped twice, first with 0.47 mg of 
ACE-CBD, which served as the Infectious line, and then with 1.0 mg of recombinant protein A, 
which served as the Neutralized line (Figure 2A). The two proteins were dispensed 9 mm apart, 
such that the ACE2-CBD and the recombinant protein A (Sinobiological) were striped 34 mm and 
25 mm, respectively, from the outer edge of the sink pad. For the second-generation version of 
the test that contains a third, more distal, line serving as a lateral flow run control, 1.0 mg of poly-
L-lysine (Sigma) was striped onto the nitrocellulose membrane as well (Figure 4A). The striped 
nitrocellulose membrane was then dried at 50°C for 2 days. Finally, the sample pad was added, 
and the assembled strip was equipped with a Lohmann GL-422 clear cover-stock (45 x 3.9 mm; 
Lohmann Technologies), loaded into a plastic shell, and stored in a vacuum-sealed foil pouch 
under anhydrous conditions for future use. 
 
Human sample processing 
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Blood samples from post-vaccination subjects were collected in heparinized collection tubes. 
Whole blood was immediately stored at -80 degrees Celsius. To collect plasma samples, whole 
blood was centrifuged at 2,000 x g for 10 minutes at 4 degrees Celsius, and plasma was collected, 
aliquoted and stored at -80 degrees Celsius. Upon receipt of commercially purchased human 
blood and plasma, samples were aliquoted and stored at -80 degrees Celsius. All assays 
performed in this study utilized blood and plasma thawed only once. 
 
Lateral flow assay protocol 
Frozen aliquots of the commercial and post-vaccination plasma samples were first thawed at 
room temperature and then placed on ice. Each plasma aliquot was then vortexed briefly for 
approximately 10 seconds, after which 1 μL of each sample was diluted 1:800 into room 
temperature LFA Run Buffer (Catalloid Products, Inc.) in a 1.5 mL microcentrifuge tube. Whole 
blood samples were diluted in similar fashion at the same ratio. The diluted samples were then 
mixed thoroughly by vortexing and incubated at room temperature for 10 minutes. Following this 
incubation period, 150 μL of each diluted sample was then transferred to a separate, new 1.5 mL 
microcentrifuge tube along with a single 5 mm circular-punched Ahlstrom 6615 colloidal gold pad 
to which recombinant RBD protein was conjugated (Catalloid Products, Inc). The tubes were 
subsequently placed in a microcentrifuge rack and left to incubate for 10 minutes at 25 degrees 
Celsius with continuous shaking at 200 rpm on a Model G2 Gyrotory Shaker (New Brunswick 
Scientific Co.). 75 μL of each RBD/colloidal gold-incubated plasma sample were then added to 
the sample well of a lateral flow assay test cassette and allowed to travel up the nitrocellulose 
membrane test strip by hydrodynamic force and capillary action. After 10 minutes, each sample 
pad was washed by adding 20 μL of running buffer (Catalloid Products, Inc.). Assay signals were 
allowed to develop for another 10 minutes, after which the test cassettes were placed in a shallow, 
ceiling-less Styrofoam box with constant, uniform overhead lighting and images immediately 
captured using a Fujifilm X-E2S digital camera (Fujifilm) at constant focus, aperture, and shutter 
speed settings. We also captured images immediately after this using the existing cameras on 
both a Galaxy S9 (Samsung) and iPhone X (Apple) under normal ambient laboratory lighting 
conditions with the cassette propped up vertically against a styrofoam box. The intensities of the 
signals at the Infectious and the Neutralized lines in the image taken from each test cassette were 
then quantified in ImageJ according to the ImageJ NIH Dot Blot Analysis tutorial, as described 
above, without any background correction. The ratio of the intensities of the Neutralized line signal 
and the Infectious line signal (N/I ratio) was calculated for each sample to determine the NAb titer. 
Samples were in general run as a single replicate when sample volume was limiting, or as 5 
replicates when assessing precision/reproducibility. 
 
Pseudoviral neutralization assay 
ACE2 expressing HEK293 cells (BPS Bioscience) were cultured in growth medium 1N culture 
media (BPS Bioscience) in 96-well white with transparent bottom plates. The day before the assay 
cells were seeded at a density of 10,000 cells/well in 100 μL of media and left to incubate at 37 
degrees Celsius overnight. The following day assay samples were prepped by first thawing 
plasma samples on ice then diluting them at either 1:10, 1:100 or 1:10000 in 1N culture media 
(BPS Bioscience) with 1 μL of spike pseudotyped lentivirus with a luciferase reporter (BPS 
Bioscience) up to 10 μL. After a 30-minute incubation period the plasma-pseudotype samples 
were added to the cells. The cells were then left to incubate for 48 hours at 37 degrees Celsius 
with 5% CO2. After 48 hours, the ONE-Step luciferase reagent (BPS Bioscience) was prepared 
per the manufacturer’s protocol and luminescence was measured on an Infinite m200 pro plate 
reader (Tecan). Neutralization ID50 titers were calculated using the “One-Site Fit LogIC50” 
regression function in Prism 8.0 (GraphPad). Samples were in general run as duplicates, or as a 
single replicate when sample volume was limiting. 
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Anti-spike IgG ELISA 
96-well plates (Nunc MaxiSorp) were coated overnight at 4ºC with recombinant spike protein S1 
subunit (Biolegend) at a concentration of 1 µg/mL.  Wells were subsequently blocked with 
phosphate buffered saline containing 5% bovine serum albumin. After washing, human plasma 
samples (1:200 dilution) were added and the plates were incubated for 2 hours at 25 degrees 
Celsius. Horseradish peroxidase (HRP)-conjugated goat anti-human IgG (Southern Biotech; 
1:1000 dilution) was added after washing and the plates were developed using TMB substrates 
(Biolegend). Absorbance at OD600 was measured using a Synergy HTX Reader (BioTek). 
Antibody units were determined based on a standard curve constructed using commercially 
available monoclonal human anti-spike protein antibodies (clone AM001414, Biolegend). 
Samples were in general run as a single replicate when sample volume was limiting, or as 
duplicates when assessing precision/reproducibility. 
 
Quantification and statistical analysis 
Statistical tests used, exact value of n, what n represents, and what dispersion and precision 
measures are used are found in the Figure Legends. Significance was defined as p-value <0.05. 
 
Sensitivity and Specificity calculations 
To assess and compare the performances of the LFA and the ELISA-based anti-spike IgG test at 
identifying plasma samples with specific neutralization titers, the sensitivity and specificity rates 
for a range of signal threshold values were determined for both tests in R (Version 3.5.2). This 
was done for neutralization ID50 titer cutoffs of 1:100, 1:200, 1:300 1:500, 1:700, and 1:1000, with 
specificity and sensitivity values being calculated for N/I ratios from 0 to 0.7, increasing in 
increments of 0.001, for the LFA, and for anti-spike IgG levels from 0 to 2430 mg/dL in increments 
of 5 mg/dL. The optimal signal threshold that would maximize both sensitivity and specificity for 
each test for a given neutralization titer cutoff was then determined using Microsoft Excel.   
 
To calculate the sensitivity and specificity rates of either test for a given signal threshold, the 
following formulae were employed, using the specific pseudoviral neutralization assay ID50 titer 
cutoff: 

𝑆𝑒𝑛𝑠𝑖𝑡𝑖𝑣𝑖𝑡𝑦 𝑅𝑎𝑡𝑒

=  
𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑇𝑒𝑠𝑡 𝑆𝑖𝑔𝑛𝑎𝑙 ≥ 𝑇ℎ𝑟𝑒𝑠ℎ𝑜𝑙𝑑 & 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 ≥ 𝐶𝑢𝑡𝑜𝑓𝑓

𝑇𝑜𝑡𝑎𝑙 𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 ≥ 𝐶𝑢𝑡𝑜𝑓𝑓  
 

 

 
𝑆𝑝𝑒𝑐𝑖𝑓𝑖𝑐𝑖𝑡𝑦 𝑅𝑎𝑡𝑒

=  
𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑇𝑒𝑠𝑡 𝑆𝑖𝑔𝑛𝑎𝑙 < 𝑇ℎ𝑟𝑒𝑠ℎ𝑜𝑙𝑑 & 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 < 𝐶𝑢𝑡𝑜𝑓𝑓

𝑇𝑜𝑡𝑎𝑙 𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 < 𝐶𝑢𝑡𝑜𝑓𝑓  
 

 
 

 
To assess the diagnostic performance of the LFA test for measuring the loss of binding signal at 
the infectious line, the sensitivity and specificity values were calculated using just the integrated 
densities from the infectious line from the LFA test cassettes for the five different neutralization 
ID50 titers. These calculations were made for integrated density values between 15000 and 21000 
in increments of 20 using the following formulae: 

𝑆𝑒𝑛𝑠𝑖𝑡𝑖𝑣𝑖𝑡𝑦 𝑅𝑎𝑡𝑒

=  
𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝐼𝑛𝑓𝑒𝑐𝑡𝑖𝑜𝑢𝑠 𝑆𝑖𝑔𝑛𝑎𝑙 ≤ 𝑇ℎ𝑟𝑒𝑠ℎ𝑜𝑙𝑑 & 𝑁𝑒𝑢𝑡𝑟𝑎𝑙.  𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 ≥ 𝐶𝑢𝑡𝑜𝑓𝑓

𝑇𝑜𝑡𝑎𝑙 𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 ≥ 𝐶𝑢𝑡𝑜𝑓𝑓  
 

 

 

Jo
urn

al 
Pre-

pro
of



𝑆𝑝𝑒𝑐𝑖𝑓𝑖𝑐𝑖𝑡𝑦 𝑅𝑎𝑡𝑒

=  
𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝐼𝑛𝑓𝑒𝑐𝑡𝑖𝑜𝑢𝑠 𝑆𝑖𝑔𝑛𝑎𝑙 > 𝑇ℎ𝑟𝑒𝑠ℎ𝑜𝑙𝑑 & 𝑁𝑒𝑢𝑡𝑟𝑎𝑙. 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 < 𝐶𝑢𝑡𝑜𝑓𝑓

𝑇𝑜𝑡𝑎𝑙 𝑁𝑢𝑚𝑏𝑒𝑟 𝑜𝑓 𝑆𝑎𝑚𝑝𝑙𝑒𝑠 𝑤𝑖𝑡ℎ 𝑁𝑒𝑢𝑡𝑟𝑎𝑙𝑖𝑧𝑎𝑡𝑖𝑜𝑛 𝐼𝐷50 𝑇𝑖𝑡𝑒𝑟 < 𝐶𝑢𝑡𝑜𝑓𝑓  
 

 
 

 The optimal integrated density threshold that would maximize sensitivity and specificity of the 
test was determined in Microsoft Excel.  
 
Receiver Operating Characteristic (ROC) Curve Generation  
The calculated sensitivity and specificity values were used to generate receiver operating 
characteristic (ROC) curves for ID50 titer cutoffs of 1:100, 1:200, 1:300, 1:500, 1:700 and 1:1000. 
This was achieved by plotting the sensitivity rates as a function of the false positive (1-specificity) 
rates. The area under each ROC curve and its corresponding standard error were determined 
using the receiver operating curve functionality in Prism 8 (GraphPad). 95% confidence intervals 
for AUCs were calculated in NCSS Statistical Software (NCSS). 
 
Statistical Analysis for Comparing Two ROC Curves 
To determine if the N/I ROC curve for a given ID50 neutralization titer cutoff was statistically 
different from the corresponding Spike IgG and loss of infectious signal ROC curves generated 
from the same set of patient samples, the method described by Hanley and McNeil was employed 
(Hanley and McNeil, 1983). Briefly, two different intermediate correlation coefficients were 
determined using the Pearson product-moment correlation method in GraphPad Prism 8. The first 
correlation coefficient, r1, describes the correlation between the N/I values and the corresponding 
values from either the Spike IgG test or loss of infectious line signal analysis for patient samples 
with IC50 neutralization tires below the cutoff value. The second correlation coefficient, r2, is for 
the values for patient samples with neutralization titers above the cutoff threshold from the two 
diagnostic methods being compared. A final correlation coefficient, r, which accounts for the 
correlation between the two areas of the ROC curves being compared, was then manually 
determined using the correlation coefficients table published in the paper mentioned previously. 
This table provides the correlation coefficient between two ROC areas, 𝐴1and 𝐴2 as a function of 
the average correlation between the two pairs of ratings, (r1 + r2)/2, and the average area of the 
two ROC curves, (𝐴1 + 𝐴2)/2. (NB: If the average correlation, (r1 + r2)/2, was negative, the modulus 
was used).  
 
The critical ratio, 𝑧, was then calculated using the following formula: 

𝑧 =  
𝐴1 − 𝐴2

√𝑆𝐸1
2 + 𝑆𝐸2

2 − 2𝑟𝑆𝐸1𝑆𝐸2 
 

 
where 𝐴1 and 𝑆𝐸1refer to the observed area and estimated standard error of the ROC area 

associated with the N/I ROC curve; 𝐴2 and 𝑆𝐸2 refer to the corresponding quantities for either the 

Spike IgG ROC curve or the Loss of I ROC curve; and 𝑟 represents the estimated correlation 

between 𝐴1 and 𝐴2. The resulting critical value was then used to calculate a two-tail P value using 
the following Microsoft Excel function: 

= 2 ∗ (1 − 𝑁𝑂𝑅𝑀𝑆𝐷𝐼𝑆𝑇(𝑧)) 
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SUPPLEMENTARY FIGURES AND TABLES 
 
Supplementary Figure S1 (related to Figures 1 & 2) – Recombinant protein reagents and 
costs per assay test. (A) Schematic maps of the domains of recombinant RBD protein and 
ACE2-CBD fusion protein. Both proteins contain 8xHis, twin Strep-Tag II, and twin FLAG affinity 
purification tags. The RBD protein also includes ALFA and GCN4 purification tags. (B) Table 
denoting costs of each component required for lateral flow testing, and total cost of all materials 
required for the test. 
 
Supplementary Table S1 (related to Figures 2 & 3) – Human plasma SARS-CoV-2 antibody 
measurement averages. Human plasma sample source information, total anti-spike IgG, 
pseudoviral neutralization ID50 titer, and LFA signals. 
 
Supplementary Table S2 (related to Figures 2 & 3) - Antibody measurement technical 
replicate data and smartphone image capture comparison. Technical replicates for select 
samples showing precision and reproducibility of total anti-spike IgG, pseudoviral neutralization 
ID50 titer, and LFA signals. Also shown are comparisons of signal intensities quantified from 
images taken with two different smartphone brands released at similar times (November 2017 for 
iPhone X, March 2018 for Galaxy S9). 
 
Supplementary Table S3 (related to Figure 3) – Sensitivity and specificity for identifying 
NAb titers. Sensitivity and specificity values used in ROC-AUC analysis for comparing LFA N/I 
ratio diagnostic performance to anti-spike total IgG ELISA and LFA loss of I signal. 
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KEY RESOURCES TABLE 

REAGENT or RESOURCE SOURCE IDENTIFIER 

Antibodies 

SARS-CoV-2 Neutralizing Antibody ABclonal Cat# A19215 

Anti-COVID-19 & SARS-CoV S 
glycoprotein [CR3022] 

Absolute Antibody  Cat# Ab01680-3.3 

Anti-Mouse IgG HRP-linked Cell Signaling  Cat# 7076 

Goat Anti-Human IgG-HRP Southern Biotech Cat# 2040-05 

Purified anti-SARS-CoV-2 S Protein 
S1 Recombinant Antibody 

Biolegend  Cat# 938701 

Bacterial and Virus Strains 

Spike (SARS-CoV-2) Pseudotyped 
Lentivirus (Luciferase Reporter) 

BPS Bioscience Cat# 79942 

Biological Samples 

Human Peripheral Blood Plasma, 
Frozen 

Stem Cell Technologies  Cat# 70039.6 

SARS-CoV-2 Positive CL  BioIVT N/A 

COVID-19 Plasma Sample Set Ray Biotech Cat# CoV-PosSet-S1; CoV-PosSet-
S2; CoV-PosSet-S3 

Human Peripheral Blood Plasma 
post-BNT-162b2 vaccination 

Boston Children’s 
Hospital IRB-approved 
protocol 

N/A 

Human Peripheral Blood Plasma 
post-mRNA-1273 vaccination 

Boston Children’s 
Hospital IRB-approved 
protocol 

N/A 

Chemicals, Peptides, and Recombinant Proteins 

Recombinant SARS-CoV-2 S-RBD  Generated by the authors 
for this manuscript 

N/A 

Recombinant ACE-2 CBD Generated by the authors 
for this manuscript 

N/A 

Recombinant Protein A Sinobiological Cat# 10600-P07E 

Recombinant SARS-CoV-2 S Protein 
S1 

Biolegend  Cat# 792904 

Strep-Tactin Sepharose 50% 
Suspension  

Neuromics Antibodies Cat# 2-1201-010 

Bovine Serum Albumin Millipore Sigma  Cat# A8531 

Blasticidin S HCl, powder Thermo Fisher Scientific Cat# R21001 

Poly-L-lysine Millipore Sigma  Cat# P3513 

Coomassie Brilliant Blue R-250 Dye Thermo Fisher Scientific Cat# 20278 

TWEEN® 20 Milllipore Sigma  Cat# P9416 

Critical Commercial Assays 

NEBuilder® HiFi DNA Assembly 

Cloning Kit 

New England Biolabs  Cat# E5520S 

ONE-Step™ Luciferase Assay 
System 

BPS Bioscience Cat# 60690 

CalPhos™ Mammalian Transfection 
Kit 

Clontech Laboratories Cat# 631312 
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Pierce™ ECL Western Blotting 
Substrate 

Thermo Fisher Scientific Cat# 32106 

TMB Substrate Set  Biolegend  Cat# 421101 

Experimental Models: Cell Lines 

ACE2 expressing HEK293 cells BPS Bioscience Cat# 79951 

HEK293T Stable RBD Expression 
Cell Line 

This paper N/A 

HEK293T Stabe ACE2 Expression 
Cell Line 

This paper N/A 

293T ATCC Cat# CRL-3216™ 

Software and Algorithms 

ImageJ  NIH https://imagej.nih.gov/ij/ 

GraphPad Prism 8.0 GraphPad Software https://www.graphpad.com/ 

NCSS Statistical Software NCSS https://www.ncss.com/ 

Other 

Growth Medium 1N BPS Bioscience  Cat# 79801 

Nunc-Immuno™ MicroWell™ 96 well 

solid plates 

Millipore Sigma  Cat# M9410 

Model G2 Gyrotory Shaker New Brunswick Scientific 
Co. 

N/A 

Fujifilm X-E2S digital camera Fujifilm  N/A 

Galaxy S9  Samsung N/A 

iPhone X Apple N/A 

Infinite M200 PRO Plate Reader Tecan N/A 

Lohmann GL-422 clear cover-stock Lohmann Technologies N/A 

Synergy HTX Reader BioTek N/A 

LFA Running Buffer Catalloid Products, Inc. Cat# NAB-RB2 

Ahlstrom 8964 fiber glass sample pad Ahlstrom-Munksjo N/A 

Sartorius CN95 nitrocellulose 
membrane 

Sartorius  N/A 

Ahlstrom 222 absorbent pad Ahlstrom-Munksjo N/A 

RBD Colloidal Gold Pad This paper N/A  

Whatman® cellulose chromatography 

papers 

Millipore Sigma  Cat# WHA3001845 

Amicon® Ultra-4 Centrifugal Filter 

Unit 

Millipore Sigma  Cat# UFC810024 

 

Jo
urn

al 
Pre-

pro
of

https://imagej.nih.gov/ij/
https://www.graphpad.com/
https://www.ncss.com/


Jo
urn

al 
Pre-

pro
of



Jo
urn

al 
Pre-

pro
of



Jo
urn

al 
Pre-

pro
of



Jo
urn

al 
Pre-

pro
of



Highlights 

• Lateral flow assay detecting SARS-CoV-2 neutralizing antibodies 
• Quantification of antibody titer from capillary blood sample 
• Rapid workflow compatible with point-of-care, at-home usage 
• Diagnostic performance validated with naïve, convalescent, and vaccinated patients 

 
eTOC blurb 
 
Connelly et al. develop a lateral flow methodology for quantifying SARS-CoV-2 neutralizing 
antibody titer. This workflow is compatible with point-of-care or at-home testing from a capillary 
blood sample without laboratory equipment. Diagnostic accuracy was confirmed for a wide range 
of neutralizing antibody titers collected from naïve, convalescent, and immunized patients. 
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